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The recent severe acute respiratory syndrome (SARS) outbreak resulted in calls for an accurate diagnostic 
test that can be used not only for routine testing but also for generating nucleotide sequences to monitor the 
epidemic. Although the identity of the SARS coronavirus (SARS-CoV) genome was confirmed by DNA se- 
quencing, it is impractical to sequence the entire 29-kb SARS-CoV genome on a routine basis. Therefore, 
alternative assay methods such as the enzyme-linked immunosorbent assay and PCR have been pursued for 
routine testing, primarily to resolve probable cases. We report here a modification of standard DNA sequencing 
technology for accurate identification of SARS-CoV in routine testing. Instead of requiring the sequencing of 
the whole SARS-CoV genome, our modification enables the simultaneous sequencing of three regions of the 
SARS-CoV genome, the spike protein-encoding gene (35 nucleotides), gene M (43 nucleotides), and gene N (45 
nucleotides), in a single electropherogram. Comparing these nucleotide sequences to DNA databank entries 
(National Institutes of Health) conclusively identified them as SARS-CoV sequences. 


Although the entire genomic sequence of severe acute re- 
spiratory syndrome coronavirus (SARS-CoV) is known, se- 
quencing the entire 29-kb CoV genome is impractical for rou- 
tine testing. Accurate identification of SARS-CoV does not, 
however, require the determination of the nucleotide sequence 
of the entire viral genome; it is only necessary to identify those 
short nucleotide sequences that are unique to SARS-CoV (sig- 
nature sequences). In this report, we present a new assay to 
simultaneously generate and analyze those signature se- 
quences characteristic of SARS-CoV. 

This new assay is a modification of the standard chain ter- 
mination DNA sequencing technology (4) and principally 
involves the capability to simultaneously generate short nucle- 
otide sequences (5) from more than one region of the SARS- 
CoV viral genome. In this report we describe a multiplex se- 
quencing method that involves the simultaneous amplification 
of three regions of the SARS-CoV genome, the spike protein- 
encoding gene, gene M, and gene N (6), by reverse tran- 
scriptase-multiple PCR (RT-PCR). This is followed by the use 
of modified sequencing primers for simultaneously sequencing 
of the 3’ end of the all three amplicons (Fig. 1). This modifi- 
cation is such that the longest truncated molecule generated 
from the gene encoding the spike protein has a slightly lower 
molecular weight than the shortest one generated from gene M 
and the longest truncated molecule generated from gene M 
has a slightly lower molecular weight than the shortest one 
generated from the gene N. 

Plasmid clones. This assay was performed using cDNA plas- 
mid clones. Three purified plasmid DNA clones (gene M, gene 
N, and the spike protein-encoding gene) were obtained from 
the National Microbiology Laboratory, Winnipeg, Canada. 
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Transformation. Top10 Escherichia coli cells (Invitrogen, 
Carlsbad, Calif.) were grown overnight at 37°C in 5 ml of 
Luria-Bertani broth. A total of 250 wl of the overnight culture 
was transferred to 5 ml of fresh Luria-Bertani (LB) broth and 
incubated for an additional 2 h at 37°C. The tubes were left on 
ice for 10 min. The culture (1.5 ml) was centrifuged in a 1.5-ml 
microcentrifuge tube at 500 x g for 10 min, and the superna- 
tant was discarded. The cells were resuspended in 1.5 ml of 
ice-cold 100 mM MgCl, and left on ice for 20 min. The tubes 
were centrifuged at 500 x g for 12 min, and the supernatant 
was discarded. Ice-cold 100 mM CaCl, (250 wl) was used to 
resuspend the cells. Plasmid DNA (20 ng) was added to the 
resuspended cells, and the tube was left on ice for 2 min. This 
was followed by a 3-min heat shock at 42°C and 3 min on ice. 
LB broth (1,250 wl) was added, and the transformed cells were 
incubated at 37°C for 30 min. A total of 100 wl of the culture 
was plated on an LB agar plate with 50 wg of ampicillin/ml and 
incubated overnight at 37°C. 

Preparation of plasmid DNA. Ten bacterial colonies from 
ampicillin-supplemented LB plates were transferred into 50 pl 
of extraction buffer 1-25% Chelex (Bio-ID Diagnostic Inc., 
Saskatoon, Saskatchewan, Canada) in an Eppendorf tube. To 
this suspension 2.5 wl of lysozyme solution (50 mg/ml) was 
added, and the resulting mixture was incubated at 37°C for 45 
min. Following incubation, the Eppendorf tube was centri- 
fuged at 5,000 x g for 2 min. The supernatant was transferred 
into another Eppendof tube. Extraction buffer 1 (50 pl)-25% 
Chelex and 1 wl of proteinase K (Sigma, St. Louis, Mo.) were 
added. Following 30 min of incubation at 56°C, the tube was 
centrifuged at 5,000 x g for 2 min. The supernatant was then 
transferred into a new tube. 

PCR amplification. Initially, three specific individual DNA 
targets were amplified using three sets of PCR primers sepa- 
rately and the thermocycling protocol shown in Table 1. Am- 
plification was performed in a 50-yl volume containing 5 pl of 
master buffer (Bio-ID Diagnostic Inc.), 5 U of Taq polymerase 
(Roche Diagnostic, Indianapolis, Ind.), target DNA, and nu- 
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FIG. 1. Stages of the MultiGEN process and the basic scientific principles. These include simultaneous generation of three amplicons from the 
spike protein-encoding gene, gene M, and gene N and simultaneous sequencing of the 3’ end of each of the amplicons. 


clease-free water (Gibco BRL, Gaithersburg, Md.). The am- 
plified targets were purified using a PSI Clone HTS system 
(Princeton Separations Inc., Adelphia, N.J.). 

Gel electrophoresis. The amplicons were visualized by load- 
ing 2 pl of 6X loading buffer, 5 wl of Tris-borate-EDTA buffer, 
and 5 pl of the PCR product onto a 2% agarose gel and 
applying 110 V for 50 min. The gel was then stained for 15 min 


in ethidium bromide solution (5 g/ml in Tris-borate-EDTA 
buffer) and then destained in distilled water for 15 min. 
Cycle sequencing. Amplicons were sequenced by cycle se- 
quencing using an ABI PRISM BigDye Terminator Cycle Se- 
quencing Ready Reaction kit (Applied Biosystems, Foster 
City, Calif.), a GeneAmp 2400 thermocycler (PE Applied Bio- 
systems), and the thermocycler profile shown in Table 1. Un- 


TABLE 1. PCR and sequencing primers 


Assay step and primer 


Sequence 


GeneNb 
Sequencing” 


SPU CSC Gee ssesescascdescctiscacsstcceractcecadcsctisinsesdssezssdeseacsectsscanssdceesssieeetscestastearsace 


GeneMseq.. 


CGGTICINSE Geis sncs bei ozscs sal sos SeseetbeaSasitsb cabs eat enev ab obacs cat iateeatisratseutanedt ots 


saa asusausiaseits Susueusvasiittass 5'-GGGCTTCTGCTAATCTTG-3’ 


..'-CTGGGATGGCACATACGTGAC-3' 
..)/-ATTGGGTGACTGGCGGGATTG-3’ 
../-TCACTTTCCATGAGCGGTCTG-3' 
..5/-CGAAGAGCTACCCGACGAGTT-3’ 
5'-ATGTGGTCTTTGGGTGTATTC-3’ 


seas ieacsatastibansrsdieestbaeniaie 5'-A-GTCCTTCCCACAAGCAGCCCCGCAT-3’° 


..5/-A-AACGAAGTAGCTAAGCCACATCAAG-3' 


3 Setbdspuseabaaesh eh ced fensdetasn 5'-A-CTACGGCGCTAACAAAGAAGGCATC-3’ 


“PCR thermocycle profile: 1 cycle of 95°C for 3 min; 35 cycles of 95°C for 1 min, 50°C for 1 min, and 72°C for 1 min; hold at 4°C. 
» Sequencing thermocycle profile: 25 cycles of 96°C for 10 s, 50°C for 5 s, and 60°C for 4 min; hold at 4°C. 


© A, 5’ modification to increase the primer molecular weight. 
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FIG. 2. (A) Agarose gel electrophoresis showing amplicons. Lane 1, spike gene amplicon (158 bp); lane 2, gene M amplicon (190 bp); lane 3, 
gene N amplicon (176 bp). (B) Electropherogram showing nucleotide sequences from three regions of the SARS-CoV genome: the spike 
protein-encoding gene (35 nucleotides), gene M (43 nucleotides), and gene N (45 nucleotides). 


incorporated dye terminators were removed using Centricep 
chromatography columns (Princeton Separations Inc.). The 
samples were then dried and resuspended in 20 pl of ABI 
PRISM template suppression reagent. Samples were analyzed 
by capillary electrophoresis using an ABI PRISM 310 genetic 
analyzer. The 47-cm by 50-ym uncoated capillary was filled 
with performance-optimized polymer 6 (acrylamide-urea poly- 
mer) and heated to 50°C. A total of 20 wl of the sequencing 
mixture was pipetted into a 0.2-ml microcentrifuge tube pro- 
vided by the manufacturer (Applied Biosystems). Samples 
were drawn into the capillary by electrokinetic injection at 2 
kV for 50 to 200 s. The electrophoresis was carried out at 15 
kV for 20 min. 

Four separate PCRs were performed; three of them used 1 
wl (~200 ng) of the purified plasmid DNAs from the spike 
protein, M protein, and N protein as templates. In the fourth 
reaction, 1-1 (~200-ng) amounts from the purified plasmid 
DNA from spike protein, M protein, and N protein were used 
together. Agarose gel electrophoresis showed three amplicons 
of 158, 190, and 176 bp (Fig. 2A). The molecular sizes of these 
amplicons are so close that data are not shown. The 3’ ends of 
the amplicons generated from the spike protein, M protein, 
and N protein were sequenced simultaneously using modified 
sequencing primers (Bio-ID Diagnostic Inc.) sarseq1, sarseq2, 
and sarseq3 (Table 1). The single electropherogram produced 


carried three stretches of DNA sequences: 35 bases of the 
spike protein-encoding gene followed by 43 bases of gene M 
and 45 bases of gene N (Fig. 2B). A BLAST search of these 
nucleotide sequences identified all three sequences as unique 
to SARS-CoV. Although we have not used clinical samples, 
the use of RT-PCR to generate amplicons from RNA extracts 
of clinical samples has been reported previously (2). 

Our multiplex sequencing technology overcomes two major 
limitations encountered by conventional single-RT-PCR-based 
identification of SARS-CoV: false negatives and false posi- 
tives. As SARS-CoV is an RNA virus, it is susceptible to 
genetic mutations that are characteristic of RT (3). If such 
events lead to mutational changes within the annealing region 
of the primers used for RT-PCR and sequencing, the target 
amplicons may not be generated, thereby creating a false neg- 
ative result. In our assay we target three different regions so 
that even when mutations do occur within two annealing re- 
gions, the third target is still amplified, thereby minimizing the 
possibility of a false negative result. DNA amplification-based 
assays often create nonspecific amplification (1). The result 
format of our assay is an electropherogram with nucleotide 
sequences whose identity can be verified and confirmed by 
checking the nucleotide depository (GenBank; National Insti- 
tutes of Health) via an Internet BLAST search, where the 
results can be obtained within minutes, hence eliminating false 
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positive results. Further, this multiplex sequencing method al- 
lows a choice of the genomic regions to be examined and the 
generation of nucleotide sequences that can address epidemi- 
ologic questions of genetic drift and shift. 

In summary, given the global impact of the recent SARS- 
CoV epidemic, we believe that it would be of paramount im- 
portance in any future outbreaks to test for the disease with a 
nucleotide sequence-based method, both to ensure correct 
identification and to provide the detailed genetic information 
that is crucial for understanding the molecular epidemiology of 
an outbreak. In this paper we report an accurate multiplex 
nucleotide sequencing method that meets these challenges. 


We thank the National Microbiology Laboratory, Winnipeg, Can- 
ada, for providing us with plasmid clones from coronavirus and Yves 
Plante Biotechnology Branch, Saskatchewan Research Council, for 
expert review of the manuscript. 
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